Cochlear implants (CIs) are a standard treatment for patients who experience severe to profound hearing loss. Recent studies have shown that hearing outcome is correlated with intracochlear anatomy and electrode placement. Our group has developed image-guided CI programming (IGCIP) techniques that use image analysis methods to both segment the inner ear structures in pre-or post-implantation CT images and localize the CI electrodes in postimplantation CT images. This permits to assist audiologists with CI programming by suggesting which among the contacts should be deactivated to reduce electrode interaction that is known to affect outcomes. Clinical studies have shown that IGCIP can improve hearing outcomes for CI recipients. However, the sensitivity of IGCIP with respect to the accuracy of the two major steps: electrode localization and intra-cochlear anatomy segmentation, is unknown. In this article, we create a ground truth dataset with conventional CT and µCT images of 35 temporal bone specimens to both rigorously characterize the accuracy of these two steps and assess how inaccuracies in these steps affect the overall results. Our study results show that when clinical pre-and post-implantation CTs are available, IGCIP produces results that are comparable to those obtained with the corresponding ground truth in 86.7% of the subjects tested. When only post-implantation CTs are available, this number is 83.3%. These results suggest that our current method is robust to errors in segmentation and localization but also that it can be improved upon.
Introduction
Cochlear implants (CIs) are neural prosthetic devices that are the standard of care treatment for patients experiencing severe to profound hearing loss [1] . The external components of a CI device include a microphone, a signal processor, and a signal transmitter, which are used to receive and process sounds, and send signals to implanted CI electrodes. The major internal component is the implanted CI electrode array. The implanted CI electrodes bypass the damaged cochlea and directly stimulate the auditory nerves to induce a sense of hearing for the recipient. During CI surgery, a surgeon threads a CI electrode array into a recipient's cochlea. After the surgery, an audiologist needs to program the CI device which includes determining a series of CI instructions.
The programming procedure involves specifying the stimulation levels for each electrode based on the recipient's perceived loudness, and the selection of a frequency allocation table, which determines which electrode is to be activated when a specific frequency is detected in the incoming sound [2] . CIs lead to remarkable success in hearing restoration among the majority of recipients [3] [4] . However, there are still a significant number of CI recipients experiencing only marginal benefit.
Recent studies have indicated that hearing outcomes with CI devices are correlated with the intra-cochlear locations of CI electrodes [5] [6] [7] [8] [9] [10] . As the electrode array is blindly inserted by a surgeon, the intra-cochlear locations of CI electrodes are generally unknown. Thus, audiologists do not have information about locations of CI electrodes with respect to the auditory nerves. In the traditional CI programming procedure, the audiologist assumes the electrodes are optimally situated and selects a default frequency allocation table. This may lead to an artifact named "electrode interaction" [11] [12] , as shown in Figure 1 as overlapping stimulation of electrodes.
Electrode interaction occurs when multiple CI electrodes are stimulating the same group of auditory nerves. In natural hearing, a specific group of nerves are activated in response to a specific frequency band. In a CI-assisted hearing process with electrode interaction, the same nerve group is activated in response to multiple frequency bands, which is thought to create spectral smearing and negatively affect hearing outcomes. It is possible to alleviate the negative effect of electrode interaction by selecting a subset of the available electrodes to keep active, aka the "electrode configuration", that do not have overlapping stimulation patterns. However, without the benefit of knowing the spatial relationship between the electrodes and the auditory neural sites, selecting such an electrode configuration is not possible and audiologists typically leave active all available electrodes.
Our group has been developing an image-guided cochlear implant programming (IGCIP) system [2] , which uses image analysis techniques to assist audiologists with electrode interaction analysis and electrode configuration selection [18, 24, 36] during the CI programming procedure. Figure 2 shows the workflow of IGCIP. We use whole head computed tomography (CT) images of CI recipients as input for IGCIP. For recipients having both pre-and post-implantation CTs, we segment the intra-cochlear anatomy with the method described in [13] . In the post-implantation CT, electrodes are localized with methods described in [14] [15] , [27] [28] , where the method used Overlapping stimulation (Electrode interaction) depends on the model of the array. Then, we register the pre-and post-implantation CTs to analyze the possibility of electrode interactions. For recipients who do not have pre-implantation CTs, we developed two methods described in [16] and [17] that can segment the intra-cochlear anatomy directly from post-implantation CTs. After segmenting the intra-cochlear anatomy using one of these techniques, we localize the electrodes in the same post-implantation CTs by using automatic techniques developed by our group ( [14] [15] , [27] [28] ) and then proceed to the electrode interaction analysis process. To analyze the electrode interactions, our group has developed a technique named distance-vs.-frequency curves (DVFs). The DVF is a 2D plot that captures the patient-specific spatial relationship between the electrodes and the auditory nerves [2] , as shown in Figure 2 . The DVFs show the distance from each electrode to neural stimulation sites along the length of the cochlea. Based on the DVFs, we have developed an automatic electrode configuration selection method [18] to select a subset of active electrodes that reduces electrode interaction. Recent clinical studies we have performed indicate that by using our IGCIP-generated electrode Electrode configuration selection configuration, hearing outcomes can be significantly improved [19] [20] [21] . Because IGCIP uses the positions of the electrodes with respect to the anatomy, the electrode configuration it generates is affected by the accuracy of the anatomy segmentation and electrode localization techniques that are used. To better understand the sensitivity of IGCIP to these two steps in the process, we rigorously characterize them, and we study the effect that errors in these steps have on the overall process when considered individually or together. The results we have obtained allow us to draw conclusions on the accuracy of the algorithms we have developed and on the sensitivity of our programming suggestions to segmentation and localization errors.
The electrode localization method being evaluated in this study is a graph-based path-finding algorithm [14] . We refer to this method as (the subscript refers to electrode) in the remainder of this article. In post-implantation CTs, the CI electrodes appear as high intensity voxel groups, as shown in Figure 3 . first extracts the volume of interest (VOI) that contains the cochlea by using a reference image. Next, it generates candidates of interest (COIs) that represent the potential locations of electrodes. The COIs are used as nodes in a graph. Then, it uses path-finding algorithms to find a path constructed by a subset of COIs representing the centroids of CI electrodes on the array. The intra-cochlear anatomy segmentation step in IGCIP focuses on the segmentation of three anatomical structures in the cochlea: the scala tympani (ST), the scala vestibuli (SV), and the active region (AR) of the modiolus (MOD). ST and SV are the two principal cavities of the cochlea. The MOD is the anatomical region housing the auditory nerves. AR is the interface between the MOD and the union of the ST and SV. The auditory nerves stimulated by the electrodes are located in the immediate proximity of AR within MOD. In conventional clinical pre-implantation CTs, the basilar membrane that separates ST and SV is not visible, as shown in Figure 3d , which makes the segmentation of the intra-cochlear anatomy difficult. When pre-implantation CTs are not available, the segmentation of the intra-cochlear anatomy becomes even more difficult. This is because in post-implantation CTs, the artifacts caused by metallic electrodes obscure the anatomical structures. Thus, for intra-cochlear anatomy segmentations in both preand post-implantation CTs, our group had proposed three automatic methods: (1) a statistical shape model-based method [13] , (2) a library-based method [16] , and (3) a method based on the Conditional Generative Adversarial Network (cGAN) [17] . We refer to them as 1 , 2 , and 3 , respectively. 1 is used on pre-implantation CTs if available. In 1 , we create an active shape model for ST, SV, and MOD by using manually delineated anatomical surfaces in 9 high resolution µCTs [13] . Then, the model is fit to the partial structures that are available in conventional CTs, and used to estimate the position of structures not visible in these CTs. When However, it is difficult to compare the performance of all these methods above because they have all been evaluated on different private datasets owned by different groups, and there exists no standardized approach for the evaluation of the automatic techniques in the image-guided cochlear implant programming field. Thus, the goal of this study is to develop a dataset and a standardized approach that permit evaluating the sensitivity of IGCP with respect to electrode localization and anatomy segmentation algorithms. We demonstrate the use of our proposed procedure to evaluate several such algorithms that we have developed. However, in future studies the validation approach and the ground truth dataset being presented in this study could be used to similarly evaluate other methods such as ones developed by other groups.
As has been discussed above, to analyze the accuracy of IGCIP, we need to rigorously characterize the accuracy of the automatic image processing techniques. In previous studies, , 2 , and 3 have only been validated by using reference segmentation results on conventional CTs that have limited resolution (the typical voxel size in these volumes is 0.2×0.2×0.3mm3). In [14] , to evaluate the accuracy of , we used a set of manual localization results generated by an expert on post-implantation clinical CTs. When localizing small-sized objects such as CI electrodes (typical size is 0.3×0.3×0.1mm3), partial volume artifacts (see Figure 3a ) in clinical CTs limit the accuracy of the localization, even when done with care by an expert. Other image quality issues, such as beam hardening artifacts, also complicate localizing CI electrodes. In previous studies performed to analyze intra-cochlear anatomy segmentation methods, 2 and 3 were only compared to 1 applied to corresponding pre-implantation CTs. The accuracy of the reference segmentations used in prior validation studies was thus limited by the resolution of clinical CT images that were used.
In this article, we create a high accuracy ground truth dataset using µCT images to rigorously evaluate the accuracy of the automatic techniques used in IGCIP and the sensitivity of the overall IGCIP process to segmentation and localization errors. In Section 2, we describe the creation of the ground truth dataset and the design of the validation approaches. In Section 3, we present and analyze the validation results. In Section 4, we summarize the contribution of this work and discuss potential improvements for the IGCIP process.
Methods

Image data
Our image data consists of CTs and µCTs of 35 temporal bone specimens implanted with 4 different types of CI electrode arrays by an experienced otologist. The detailed specifications of the 35 specimens are shown in Table 1 . Among the 35 specimens, 20 (specimen 16 to 35 in Table   1 ) were implanted with an array type that our electrode localization method had been trained to localize, and the remaining 15 were implanted with three other array types (5 specimens each, specimen 1 to 15 in Table 1 ) for which our method was not trained. Every specimen underwent pre-and post-implantation CT imaging and post-implantation µCT imaging. Six specimens underwent pre-implantation µCT imaging (specimen 30 to 35). The typical voxel size for CT images and µCT images are 0.30 × 0.30 × 0.30mm 3 and 0.02 × 0.02 × 0.02mm 3 , respectively. Figure 3 shows examples of pre-and post-implantation CTs and µCTs. As can be seen, the individual electrodes in a post-implantation µCT are more separable than in a conventional postimplantation CT because the µCT has 3 orders of magnitude better resolution and little partial volume artifact. The intra-cochlear anatomy is clearly more visible in a pre-implantation µCT than in a clinical CT. In particular, the basilar membrane is visible in a µCT when it is not in standard CTs. Delineating intra-cochlear structures is thus easier in µCTs.
Ground truth dataset creation
We use the dataset for four validation purposes: (1) Characterize the accuracy of the electrode localization method .
(2) Characterize the accuracy of the three existing intra-cochlear anatomy segmentation methods 1 , 2 , and 3 . (3) Analyze the sensitivity of IGCIP with respect to the accuracy of the methods in (1) and (2). (4) Assess the quality of the IGCIP-generated electrode configurations generated with our complete automated process applied to clinical images. Using the images of the 35 specimens, we create 4 dataset groups and one "electrode configuration dataset". The 4 validation dataset groups are shown in Table 1 . Details on each of these groups and on the electrode configuration dataset are provided in Section 2.3.
Validation approaches
Error analysis for the electrode localization method
We use Group 1 (see Table 1 ) to characterize the accuracy of . It consists of 30 out of the 35 specimens with pre-and post-implantation CTs and post-implantation µCTs. Two experts manually determined the locations of electrodes in the post-implantation µCTs of these 30 specimens. We average the manual localizations from the two experts to generate the ground truth locations (GL) of the electrodes. The details for the GL generation process can be found in [23] .
Then, we apply to the corresponding 30 conventional post-implantation CTs of the specimens in Group 1 to generate the automatic localization (AL) of the electrodes. Post-implantation conventional and µCTs were registered to facilitate comparison between automatic and goldstandard ground truth localizations using mutual information-based registration techniques. The registrations were visually inspected and confirmed to be accurate, as shown in Figure 3b . We do not include specimens 3, 28, 29, 30, and 35 in Group 1 because we observed that the CI electrode arrays had clearly moved between the conventional and the µCTs during visual inspection, which makes those 5 subjects not available for evaluating the accuracy of . One example of specimen with electrode migration between post-implantation µCT and CT is shown in Figure 4a . We hypothesize that this motion occurred due to the fact that the specimen cochleae do not have fluid that could typically stabilize the array. Thus, when the specimens were transferred between different imaging sites, the electrode arrays were not internally fixed and may have moved. In addition to GL and AL, we also created an image-based localization (IL) as the average of multiple (a)
Validation for intra-cochlear anatomy segmentation methods
We use Group 2 (see Table 1 ) to evaluate the accuracy of the three intra-cochlear anatomy segmentation methods. Group 2 consists of 6 specimens for which post-implantation CTs, preimplantation CTs, and pre-implantation µCTs are available. We apply 1 to the pre-implantation CTs, and 2 and 3 to the post-implantation CTs of the 6 specimens in Group 2, respectively.
On the pre-implantation µCTs, an expert manually delineated the ST, SV, and MOD to serve as gold-standard ground truth for intra-cochlear anatomy. We registered pre-implantation and post- Thus, the border must be estimated somewhat arbitrarily by the expert when generating the ground truth. Since the accuracy of the segmentation in this region is not important for intra-cochlear electrode localization or IGCIP, we exclude approximately 1.5cm3 around the SV hook region when estimating the SV segmentation error. In the remainder of this article, we denote the goldstandard intra-cochlear anatomy surfaces as 0 , and the surfaces generated by using 1 , 2 , and 3 as 1 , 2 , and 3 . Accuracy results obtained with 1 , 2 , and 3 are presented in Section 3.2.
Sensitivity of intra-cochlear electrode position estimation to processing errors
We conduct three studies to analyze the effect of (a) localization errors, (b) segmentation errors, and (c) both segmentation and localization errors on the estimation of the position of contacts with respect to the inner ear anatomy. This is done with different groups of specimens as shown in Table 2 (study (a), (b), and (c)). As is shown in Figure 2 , one electrode localization and one intra-cochlear anatomy segmentation define one estimation of the spatial relationship between the electrodes and auditory nerves. This relationship can be described by measuring locations of electrodes relative to intra-cochlear structures using an electrode coordinate system proposed by
Verbist et al. [25] . As is discussed in Section 1, the intra-cochlear location of electrodes and their relationship to hearing outcomes has been a subject of intense study in recent years [5] [6] [7] [8] [9] [10] . Thus, independently of IGCIP, it is of interest to quantify the accuracy of the processing methods for estimating intra-cochlear position to understand the limitations of these techniques for use in large scale studies assessing the effect of electrode position on outcomes. Thus, in this study, we quantify errors in estimating intra-cochlear electrode position when using , 1 , 2 , and 3 .
Electrode position is measured in terms of angular depth-of-insertion (DOI), the distance to modiolar surface (DtoM), and the distance to the basilar membrane (DtoBM). As the cochlea has a spiral shape with 2.5 turns in humans, the depth of any position within it can be quantified in the terms of a DOI value from 0 to 900 degrees. The DtoM values are directly computed as the Euclidean distances between the centroids of electrodes and the vertices on the modiolar surface.
The DtoBM value is computed as the signed Euclidean distance between the centroids of electrodes and the basilar membrane, which lies between ST and SV. 
Sensitivity of IGCIP to processing errors
The spatial relationship between the electrodes and the intra-cochlear anatomy defines a set of DVFs. Based on the DVFs, an electrode deactivation plan, the "electrode configuration" is generated by using our automatic electrode configuration selection method [18] . In each study shown in Table 2 , the sensitivity of IGCIP is defined as the difference between the electrode configurations generated when using the "automatic" and the "reference" intra-cochlear electrode position estimation. Table 2 defines the automatic and reference electrode position estimation techniques for each study and also provides the name we use for each resulting electrode configuration.
In study (a), we evaluate the sensitivity of IGCIP with respect to the electrode localization method by using specimens in Group 1. The reference configurations in study (a) are defined as 1 , which are generated by using 1 , together with GL. The automatic configurations are defined as 1 , which are generated by using 1 together with AL. In study (b), we evaluate the sensitivity of IGCIP with respect to the intra-cochlear anatomy segmentation methods by using specimens in Groups 2 and 3. In Group 2, which consists of the 6 subjects with pre-implantation µCTs, the reference configurations 0 are generated by 0 together with the GL. The three sets of automatic configurations 1 , 2 , 3 are generated by using 1 , 2 , 3 together with GL, respectively. Due 
to the limited number of pre-implantation µCTs acquired for subjects in our dataset, we use Group 3 to generate synthesized surfaces for 1 , 2 , and 3 so that we can analyze the sensitivity of IGCIP with respect to the errors introduced by the three intra-cochlear anatomy segmentation methods on a larger dataset. For the specimens in Group 3, we select 1 of all the 35 specimens as our reference intra-cochlear anatomical surfaces. Then, for each subject, we deform 1 to generate the synthesized surfaces 1 ′ , 2 ′ , 3 ′ that simulate the segmentation errors of method 1 , 2 , and 3 . To build synthesized surfaces 1 ′ for 1 , we first build a gamma distribution by using the mean and the standard deviation of the segmentation error of 1 , which is estimated by using specimens in Group 2 and the error measurement approach described in sub-section 2.3.2. Then, for each specimen in Group 3, we draw a random number from the defined gamma distribution and set this number as the "desired mean segmentation error" between the synthesized surfaces and the reference surfaces of the selected subject. We randomly adjust the shape control parameters in the active shape model [22] so that we deform the reference surfaces to the synthesized surfaces with a mean point-to-point difference equal to the desired mean segmentation error. The same process is used to generate 2 ′ and 3 ′ . We use an active shape model to perform this deformation, instead of directly adding errors to each vertex on the reference surface 1 , so that the changes in the deformed surfaces have realistic anatomical constraints. In Group 3, the reference configurations 1 are generated by using 1 and GL. The three sets of automatic configurations 1 ′ , 2 ′ , 3 ′ are generated by using 1 ′ , 2 ′ , 3 ′ , together with GL, respectively. In study (c), we evaluate the sensitivity of IGCIP with respect to both the electrode and anatomy segmentation methods by using specimens in Group 4 and 1. Group 4 consists of the 4 specimens that have pre-implantation µCTs and do not have electrode migration. The reference configurations 0 in Group 4 in study (c) are generated by using the anatomy , together with the GL. The three sets of automatic configurations 1 , 2 , and 3 are generated by using 1 , 2 , 3 , together with AL, respectively. Due to the same issue with the limited pre-implantation µCTs in study (b), for study (c), we use Group 1, which consists of the 30 specimens that do not have electrode migration to expand the size of our dataset for overall sensitivity analysis. The reference configurations 1 in Group 1 are generated by using 1 and GL. The three sets of automatic configurations 1 ′ , 2 ′ , 3 ′ are generated by using 1 ′ , 2 ′ , 3 ′ , together with AL, respectively.
The most direct way to show the difference between two electrode configurations is to use a binary code (use "1" to indicate an electrode being "activated" and "0" to indicate an electrode being "deactivated") to represent the two configurations and then compute the hamming distance between them. This directly shows the differences between two given configurations. However, sometimes a configuration of "on-off-on-off-on" produces a stimulation pattern equivalent to the pattern produced by a "off-on-off-on-off", even though they result in large hamming distance.
Thus, we use two other metrics to compare the automatic and reference configurations to evaluate the sensitivity of IGCIP. The first metric we use is the difference between "cost values" of the two configurations. In our automatic electrode deactivation strategy [18] , we have developed a cost function which assigns a cost value to a specific electrode configuration. In our design, a lower cost value indicates a configuration that is less likely to cause electrode interaction and more likely to stimulate a broad frequency range. Thus, the difference between the cost values of two configurations is an indicator of the difference between the automatic and the reference electrode configurations. The second metric is the difference between the subjective quality of the automatic and reference electrode configurations. The quality of the electrode configurations is evaluated by an expert (JHN) through an electrode configuration quality assessment study. In previous studies [23] [24] , we found no statistically significant difference when comparing the ratings of the electrode configuration quality across multiple experts. Thus, in this study, we selected the most experienced expert for the quality assessment task. The details of the quality assessment study are discussed in the next subsection.
Electrode configuration quality assessment
We evaluate the quality of all the automatic electrode configurations in all three studies listed
in Table 2 in one expert evaluation experiment. In study (a), (b), and (c), there are in total 255 automatic configurations. Each automatic configuration is compared to the reference configuration for the corresponding specimen as well as a control configuration. The quality of each configuration is determined by an expert using the reference DVFs for the specimen. Note that the reference DVFs, generated based on the reference electrode and anatomy localizations, will in general be different from the DVFs used to generate the automatic configuration. The quality of the automatic configuration when applied to the reference DVFs compared to the reference configuration represents the sensitivity of IGCIP to the automatic processing methods used to create the automatic configuration. The control configuration for each case was manually selected by one expert (YZ) to be a configuration that is not acceptable but close to acceptable. It is included to minimize the risk for the rater to be biased toward evaluating all configurations as acceptable and as a means to detect this bias if it exists.
An electrode configuration is judged as "acceptable" when the expert believes it can be used for CI programming and is likely to lead to acceptable hearing outcomes. The 255 automatic configurations, together with their reference and control configurations form 255 electrode configuration sets. The order of the 255 sets and the orders of the three configurations in each set are randomly shuffled. Each set is then presented to the human rater who is blinded to the identity of each configuration. For each set the three configurations are ranked. Each configuration is also labelled as acceptable or not.
Results
Accuracy of the electrode localization technique
Validation of the electrode localization technique was presented in [23] , and the results are summarized here. Figure 6a shows This shows that our automatic method generated localization results close to the optimal Figure 6b show the boxplots of the mean, the maximum, the median, and the standard deviation of the differences between automatic segmentation methods and the ground truth across the 6 specimens in Group 2. Comparing 0 and 1 , the mean and standard deviation of the segmentation errors was 0.23±0.12mm. Comparing 0 and 2 , the mean and the standard deviation of the segmentation errors was 0.41±0.15mm. Comparing 0 and 3 , the mean and the standard deviation of the segmentation errors was 0.30±0.14mm. Finally, among the three existing automatic methods in IGCIP and our gold-standard ground truth, we found the most accurate method was 1 . This is because 1 uses pre-implantation CTs in which the metallic artifacts caused by electrodes do not exist. 3 results in better mean segmentation errors than 2 on post-implantation CTs.
Accuracy of intra-cochlear anatomy segmentation methods
Overall, all three methods had <0.5mm mean segmentation errors. Figure 7 shows the segmentations of ST, SV, and AR from one case generated by all the methods. The surfaces are color-coded by using the segmentation errors computed by using 0 . show the boxplots for the differences in the DOIs, the DtoM, and the DtoBM of the automatic ( 1 ) and the reference ( 1 ) configurations generated by IGCIP for sensitivity analysis with respect to the electrode localization method (study (a) in Table 2 ).
Sensitivity of intra-cochlear electrode position estimation to processing errors
Mean Median Stdev. Max Figure 9 . Panels (a-c) show the boxplots for the differences in the DOIs, the DtoM, and the DtoBM of the electrodes generated by using automatic ( 1 , 2 , 3 ) and the reference ( 0 ) processing methods on the 6 specimens in Group 2. Panels (d-f) show the boxplots for the differences in the DOIs, the DtoM, and the DtoBM of the electrodes generated by using automatic ( 1 ′ , 2 ′ , 3 ′ ) and the reference ( 1 ) processing methods on the 35 specimens in Group 3 with the synthesized anatomy surfaces. These results relate to the IGCIP sensitivity analysis study with respect to the intra-anatomy segmentation method (study (b) in Table 2 ). Figures 8-10 show boxplots for the difference between the intra-cochlear locations of the electrodes identified by using the automatic and the reference processing methods defined in study (a), (b), and (c) in Table 2 . Comparing the results presented in Figure 8 and Figure 9 , we find that the intra-cochlear locations of the electrodes are less sensitive to the electrode localization method than to the intra-cochlear anatomy segmentation methods. Among the three intra-cochlear anatomy segmentation methods, 1 is the most reliable method for generating accurate intra-cochlear locations, then 3 , followed by 2 . Comparing the results presented in Figure 8 -10, we find that the overall errors of both the electrode localization and intra-cochlear anatomy segmentation ′ ) and the reference ( 1 ) processing methods on the 30 specimens in Group 1 with the synthesized anatomy surfaces. These are the results of the IGCIP sensitivity analysis study with respect to the overall process (study (c) in Table 2 ). 
techniques are not substantially larger than the errors due to the intra-cochlear anatomy segmentation alone.
By using the synthesized anatomical surfaces, we perform a paired t-test on the difference of the average three measurements (DOI, DtoM, and DtoBM) of the intra-cochlear electrode locations of the automatic and reference configurations generated by using the electrode locations and anatomical surfaces in study (b) and (c). With Bonferroni correction, we found that 1 , 2 , and 3 lead to significantly different intra-cochlear electrode locations. More specifically, as can be seen from Figure 9d-f and Figure 10d -f, the mean error of the DOI, DtoM and DtoBM values generated by using 1 are significantly lower than the ones generated by using 2 and 3 . Figure 11 . Panels (a-e) show the boxplots for the cost values (in log-scale) of automatic, reference, and control configurations for subjects in the data being used in the three studies in Table 2 for IGCIP sensitivity analysis. In Figure 11 , we show the boxplots for the cost values of the automatic, reference, and control configurations defined in sub-section 2.3.5. The name of the configurations are indexed in Table   2 . From Figure 11 , we can see that besides the outliers, the average cost values for all the automatic configurations are close to the average cost values for the reference configurations. The average cost values for the control configurations are substantially larger than the ones for the reference and the automatic configurations. These results show that the automatic image processing techniques in our IGCIP can generate configurations whose cost values that are similar to the cost values of configurations generated by using the reference anatomy and electrode locations. From Figure 11a , we see that generates electrode locations that lead to cost values similar to the ground truth electrode locations. The p-value of the paired t-test on the cost values of 1 and 1 is 7.67 × 10 −2 . This indicates we do not find a significant difference between the cost values of 1 and 1 . From Figure 11b -e, we see that 1 generates the intra-cochlear anatomy that leads to a lower average cost than 2 and 3 . This is because 1 is applied on pre-implantation CTs,
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where the intra-cochlear anatomy is not obscured by the metallic artifacts. For the two methods designed for post-implantation CTs, 3 generates the intra-cochlear anatomy that leads to lower average cost than 2 . This indicates that 3 is more reliable than 2 . This is also shown in the differences in the DOI and the DtoBM values in Figure 9 and Figure 10 . Table 5 Figure 11c and 11e, respectively. From these p-values in Table 5 , we see that the cost values of the configurations generated by 1 are significantly different than the ones generated by 1 ′ , 2 ′ , and 3 ′ . However, there is no significant difference among the cost values of the configurations generated by 1 ′ , 2 ′ , and 3 ′ . The p-values in Table 6 also support a similar conclusion regarding 1 ′ , 2 ′ , and 3 ′ . Statistical analysis on the cost values of the configurations demonstrates that the differences in the intra-cochlear locations of electrodes generated by 1 , 2 , 3 lead to significantly different electrode configurations by IGCIP in terms of the cost values when compared with the electrode configurations generated by using reference intracochlear locations of electrodes. The p-values of 1 − 1 ′ and 1 − 1 show that the errors in our intra-cochlear anatomy localization method significantly affect the cost function value of the electrode configurations selected for IGCIP, whereas the electrode localization method does not lead to configurations with significantly different cost values compared to the ground truth. Figure 12 shows results of the qualitative evaluation for the 255 electrode configuration sets in our electrode configuration dataset discussed in sub-section 2.3.5. In Figure 12 , panel (a) shows the evaluation results of the configurations generated for the sensitivity analysis of IGCIP with respect to the electrode localization method. These configurations belong to study (a) in Table 2 .
Panel (b) and (c) show the evaluation results of the configurations generated for the sensitivity analysis of IGCIP with respect to the three intra-cochlear anatomy segmentation methods. These configurations belong to study (b). Panel (d) and (e) show the evaluation results of the configurations generated for the overall sensitivity analysis of IGCIP with respect both the electrode and anatomy segmentation methods for study (c). As can be seen in Figure 12a , among the 30 automatic electrode configurations in 1 generated by using AL, none of them in is rated as not acceptable, and 21 out of 30 automatic configurations in 1 are rated as at least equally as good as the reference configurations 1 . This shows that the electrode localization method is robust enough to generate localization results that lead to acceptable electrode deactivation configurations.
In Figure 12b , among the automatic configurations 1 , 2 , and 3 generated by using GL and 1 , 2 , and 3 , none is rated as not acceptable. Meanwhile, 4, 3, and 2 of 1 , 2 , and 3 , respectively, are rated as at least equally as good as the reference configurations 0 . In Figure   12c , among the automatic configurations 1 ′ , 2 ′ , and 3 ′ generated by using GL and 1 ′ , 2 ′ , 3 ′ ; 2, 8, and 3 are rated as not acceptable; and 26, 14, and 15 are rated as at least equally good as the reference configurations 1 . The results shown in Figure 12a -c show that the quality of the IGCIP-generated electrode configurations generated are less sensitive to the errors in the electrode localization method than to the intra-cochlear anatomy segmentation methods. In Figure 12d , among the automatic configurations 1 , 2 , and 3 generated by using AL and 1 , 2 , 3 , none of them is rated as unacceptable. Three of 1 are rated as equally as good as the reference configurations 0 . In Figure 12e, Figure 12c and 12e. The p-values of these analyses are shown in Table   7 and 8. As can be seen, none of the group of the configurations has significantly different acceptance rate than the others. Combining the statistical test results shown in Table 3-4 and Table   4 -5 with the McNemar mid-p test results on the acceptance rates shown in Table 7 and 8, after applying the Bonferroni correction, we find that the three anatomy segmentation methods are not significantly different from each other in terms of the quality of configurations generated by using them. This is also showing that even though the three anatomy segmentation methods 1 , 2 , 3 lead to significantly different intra-cochlear locations for the implanted electrodes, those differences are trivial and the three methods still lead to configurations with no significant difference in quality.
In the results shown in Figure 12e , the expert evaluated 26 out of 30 (86.7%) automatic configurations generated by + 1 as acceptable, and 25 out of 30 (83.3%) automatic configurations generated by + 3 as acceptable. These results, together with the results presented in Section 3.3, indicate that when applied to clinical CT images, our image processing methods lead to electrode configuration recommendations that are reliable in the great majority of the cases. Our results also indicate that to further improve the reliability of IGCIP, we should aim to increase the accuracy of the intra-cochlear anatomy segmentation methods.
In Figure 12a -e, we show that among all the control configurations in all the experiments, 83.3%, 83.3%, 85.7%, 100%, and 81.1% are rated as unacceptable by the expert. This suggests that the evaluation results generated by the expert shown above are not biased towards a tendency to rate every configuration as acceptable.
Conclusion
In this article, we create a highly accurate ground truth dataset and a validation approach for the evaluation of automatic techniques for image-guided cochlear implant programming. Using the dataset and the validation approach, we perform a validation study on an image-guided cochlear implant programming (IGCIP) system we have developed. The two major image processing steps in our IGCIP system are CI electrode localization and intra-cochlear anatomy segmentation. The validation study results we have obtained show that among 30 cases in our dataset, our localization method can generate results that are highly accurate with mean and maximum electrode localization errors of 0.13mm and 0.36mm, respectively. Our three intracochlear anatomy localization methods can generate results that have mean errors of 0.23mm, 0.41mm, and 0.30mm. In a sensitivity analysis for IGCIP, we found that IGCIP is less sensitive to the electrode localization method than to the intra-cochlear anatomy segmentation method. Among the three intra-cochlear anatomy segmentation methods, we found that IGCIP is least sensitive to method 1 , then 3 , followed by 2 . In an overall electrode configuration quality evaluation study, we found that IGCIP can generate configurations that are 86.7% acceptable when the preimplantation CTs are available, and 83.3% acceptable when the pre-implantation CTs are not available. The validation approach and the ground truth dataset can also be applied for the evaluation of other image processing techniques proposed by other groups in image-guided cochlear implant programming. One limitation of this study is that while it includes several models of CI electrode arrays, they were produced by only one manufacturer. In the future, we plan to expand the validation dataset by acquiring pre-and post-implantation CTs and µCTs of temporal bone specimens implanted with electrode arrays from different CI manufacturers. We will also study hearing outcomes of CI recipients using IGCIP-generated configurations and the manually selected configurations to show the effectiveness of IGCIP-generated configurations.
